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Jason Leadley

Prost, Jean-Christophe
Batreff: RE: Your Lab for
Datum: mercred, 25 fanvier 2023 10:31:07

Hello Jean-Christophe

I'm afraid, our support is dedicated only to Panorama Partner members. May | please suggest, with your support needs, you follow up on the thread with his questions. Panorama's QC folders will cover many of the things that you are doing in the Excel,
file but it's not going to be exactly the same.

Here is the thread.

thread. ?rowld=7878
Many thanks and all the best.
Jason
Fror m om> On Behalf Of Prost, Jean-Christophe

Sent: 24 January 2023 14:19
To: communications@Iabkey.com
Subject: [Communications] Setup Your Lab for Success in 2023 Confirmation

Dear LabKey Team,

1 set up panorama in our lab to try to homogenize our control sheets for the different instruments in our lab and their assays running on them.
The goal would be to have a good view on the long term and see how stable are our assay, since they do not run often at all.

We had few issues regarding communication with your server, but the problem was intem, since your firewalls are highly secure, regarding the patient data privacy.
But after few intern mails and specific setup we can send our processed skyline data in panorama, and the AutoQC loader works also.

I'want to setup all our SST in panorama as | told you before to have all assay with long-term data data.

Currently, we process our SST as showed below, in an excel template. You know then if your SST is ok for your current sequence.
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In a second step you go on chart in the same excel sheet, and you copy those values, to be then insertin a long-term control excel sheet
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Is it possible to have everything in Panorama?
Iry to setup something like the excel sheet in Panorama. But it did not work. | already asked once in the skyline help chat. | got an answer from vagisha, unfortunately it did not helped much.

[vsharma responded 2022-11-11 1

Hi Jean-Christophe,

Thank you for posting your question to the support board. You should take a look at the Panorama AutoQC pipeline if you haven't already done so. This pipeline lets you track the performance of your LC-MS system ovet time. Skyline documents
containing results from system suitability samples are uploaded to a special type of folder on the Panorama server where you can see trends with standard deviations for various metrics, including retention time, mass error efc.,in Levey Jennings plots that
help you to quickly identify potential issues. Several labs have implemented the AutoQC pipeline for tracking system suitability. You can get more i about the pipeline on this page: b page.view?
name=qc_with_panorama.

labk: i t

The Skyline and LabKey teams did a webinar recently on the "Best practices for evaluating LC-MS system suitability with Skyline and Panorama", This should be a good starting point, Here is the link:

suitabili line-panorama/.

Please let us know if you have any questions.

Thanks,
-Vagisha

The goal would be to be able to process you SST in panorama, and to obtain a table, where you can check if your device measures in the defined specification of your assay (SD RT, mass error, CV Area and height).
An additional question is. Is it possible to reintegrate in panorama, SST results? We tried and it did not worked. We had to go back to skyline and to reimport the adapted results.

The goal would be really to avoid any copy past steps, and to have for every assay a long-term control sheets for SST and maybe also QCs in panorama. Would be much more homogenous.

I hope you understand my question.

In advance thank you for your help and we see us in two days.

Kind regards
Jean-Christophe
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